Introduction

S
ince the first report of endoscopic subtotal parathyroidectomy in 1996, various endoscopic thyroidectomy techniques or approaches have been increasingly described. 1, 2 One of the promising extracervical techniques has been the gasless, transaxillary endoscopic thyroidectomy (GTET). [3] [4] [5] [6] [7] Its cosmetic benefits and surgical safety relative to conventional open thyroidectomy have been demonstrated in previous studies, and surgical outcomes have recently been further improved with the addition of the da Vinci robotic system or robotic-assisted thyroidectomy (RAT). [8] [9] [10] [11] [12] [13] Both GTET and RAT have been widely adopted in several Asian countries. 2, 14 Since many of the surgical innovations become more technology driven and there is an increased demand for improved surgical safety and quality, intraoperative nerve monitoring or stimulation (IONS) has become an important adjunct in thyroid surgery. 14 Despite the fact that IONS could reduce the incidence of recurrent laryngeal nerve (RLN) injury and in predicting postoperative RLN function remains controversial, a recent randomized trial suggested that the use of IONS in open thyroidectomy could reduce temporary RLN injury when compared with nerve visualization alone. 15 However, to our knowledge, there have been no studies describing the use of IONS in endoscopic thyroidectomy via an extracervical route. There has been one report on the use of IONS via the cervical route. 16 We began using IONS after the first 15 cases of GTET. 10 The current study aimed at demonstrating the technical feasibility of IONS in GTET and RAT as well as comparing the test sensitivity, specificity, positive predictive value (PPV), and negative predictive value (NPV) between two nerve stimulation techniques, namely the direct RLN stimulation and the indirect stimulation via the vagus nerve (VN), in predicting the postoperative RLN function as documented by laryngoscopy.
Patients and Methods
From September 2009 to October 2010, 350 patients underwent thyroid resection, and of these, 60 (17.1%) patients underwent either GTET (n = 52) or RAT (n = 8). The inclusion criteria and patient selection for the GTET or RAT were previously described. 10 Before surgery, all patients underwent an ultrasonographic examination to determine the location and size of the dominant nodule. A fine needle aspiration cytology (FNAC) was done for nodules > 1 cm or nodules with suspicious ultrasonographic malignant features. 17 All patients were operated and managed by one surgical team. All patients had at least a 3-month follow-up after surgery. Routine IONS was started after 15 cases of endoscopic procedures. In the initial period, the RLN was routinely identified at the tracheo-esophageal groove and was directly stimulated with a nerve stimulator probe; but after acquiring enough endoscopic and robotic experience, the VN was routinely dissected out endoscopically from the carotid sheath and stimulated with the same nerve stimulator probe. Over the study period, there were 33 (55.0%) patients who had direct stimulation to the RLN (RLN group), and 27 (45.0%) patients who had stimulation to the VN (VN group). The total number of nerves at risk was 76.
Operative technique
Details on the techniques of GTET and RAT were previously described. 10 Briefly, patients were positioned supine with one arm extended over the shoulder. A small pillow was placed behind the neck area for neck extension. After prepping and draping, a 4-5 cm skin incision was made in the axilla, and a subcutaneous flap was raised over the anterior surface of the pectoralis major muscle and clavicle under direct vision. For near-total or total thyroidectomy, the side with the dominant nodule or suspicious FNA was generally the side of axillary incision. After exposing the sternocleidomastoid muscle, the two arms of this muscle (i.e., the sternal and clavicular parts) were separated. Once the strap muscle had been separated from the thyroid capsule, an external retractor was inserted through the axillary wound and lifted upward to maintain a working space over the thyroid gland. For GTET, an additional 5 mm skin incision was made on the medial side of the chest. A 30 degree 10 mm video camera and 1 working instrument were inserted through the axillary wound and one other instrument through the 5 mm chest port. During thyroid dissection, the upper pole was retracted downward, and branches of the superior thyroid vessels were identified and individually divided by using the Sonosurg (Olympus, Japan). Dissection of the upper pole was kept close to the capsule. The lower pole was carefully dissected out, and each inferior thyroid branch was divided close to the gland. The ipsilateral lobe was then medially retracted, and the perithyroidal tissue was carefully dissected. After careful dissection, the RLN was encountered and identified. For the contralateral side, the RLN was identified by antero-lateral retraction of the lobe away from the trachea. For RAT, instead of the 5 mm chest part, an 8 mm skin incision was made on the medial side of the anterior chest wall for the insertion of the fourth robotic arm. The other 3 arms (one camera and two working arms) were inserted through the axillary wound. The actual steps of thyroid dissection were similar to GTET. All RATs were performed by using the da Vinci S surgical robotic system (Intuitive Surgical, Sunnyvale, CA).
Technique of intraoperative RLN and VN stimulation
A nerve stimulator (Neurosign 100 machine, Magstim Clarify Company, Whitland, Wales, UK) was used for nerve stimulation. The technique on the use of the nerve stimulator was previously described and standardized throughout the study period. 18 A laryngeal surface electrode was applied and adhered to the concave surface of the endotracheal tube just proximal to the cuff. After induction with a short-acting muscle relaxant, patients were intubated with the electrode positioned close to the vocal cords. Before incision, the circuit was confirmed by an impedance meter. A reading of less than 0.5 KO suggested correct positioning of the endotracheal electrode. The electrode was then connected to the nerve stimulator. The nerve stimulator probe was a standard disposable bipolar probe with the electrodes measuring 100 mm in length (Technomed Europe, The Netherlands).
In the RLN group, after the division of the upper pole and mobilization of the lower pole, the entire lobe was anteromedially retracted to expose its undersurface. With careful dissection, the RLN was identified at the tracheoesophageal groove, and a bipolar probe was introduced via the axillary wound and placed over the RLN. An electric current ranging from 0.5 to 1.0 mA at a frequency of 30 Hz was used for stimulation. A series of audible acoustic sounds was generated from the nerve stimulator when a current could be passed from the probe to the laryngeal electrode. After completion of the lobectomy, the bipolar probe was once again placed over the RLN for confirming the integrity of the nerve. An absence of signal was regarded as a positive IONS result (see later). In the VN group, instead of stimulating the RLN directly, the ipsilateral VN was endoscopically dissected out from the carotid sheath and stimulated with the probe (see Fig. 1 ). No attempt was made in stimulating the RLN. A similar-strength electric current was used in VN stimulation before and after completion of lobectomy. In bilateral thyroidectomy, a similar strategy was used for the contralateral nerve (see Figs. 2 
and 3).
Vocal cord function assessment after thyroidectomy
In all cases, both vocal cords were endoscopically examined 1-2 days before and within 2 weeks after thyroidectomy by using a flexible laryngoscope. Any reduction in cord movement was recorded as vocal cord paresis. Those with vocal cord paresis were examined every 2 months by otolaryngologists. The presence of cord palsy lasting > 6 months was regarded as permanent. 
Interpretation of nerve stimulation test results
Statistical analysis
The statistical analysis was performed by using the SPSS (version 18.0, SPSS, Inc., Chicago, IL, USA) software package. The chi-squared tests and Fisher's exact tests were used for comparison of dichotomous variables, and the MannWhitney U test was used for comparison of continuous variables between groups. P < 0.05 was considered statistically significant.
Results
The median age of our cohort was 43.1 (19.3-57.1) years old. Fifty-nine (98.3%) patients were women. The median (range) size of the largest nodule on ultrasound was 2.5 cm (0.5-3.8) cm. Table 2 shows a comparison of patient demographics, surgical indications, type of resection, size of dominant nodule, weight of excised gland, and final pathology between the RLN and VN groups. Age of operation and gender were similar in both the groups. The present cohort predominantly comprised women (98.3%) with only 1 man in the RLN group. Surgical indication also appeared similar in A widely invasive follicular thyroid carcinoma was diagnosed in one patient in the VN group after an endoscopic hemithyroidectomy, and so the patient underwent a contralateral endoscopic completion total thyroidectomy 7 months later. Size of largest nodule on ultrasound, surgical approach, type or extent of resection, duration of operation, weight of excised gland, and final pathology were similar between the two groups. Table 3 shows a comparison of number of vocal cord palsy and intraoperative nerve stimulation test results between the RLN and VN groups. The total number of nerves at risk in the RLN and VN groups was 41 and 35, respectively. There were 3 vocal cord palsies in the RLN group and 2 in the VN group. When correlated with the nerve stimulation test results, all 3 vocal cord palsies in the RLN group had positive stimulation nerve signals (i.e., FN), whereas in the VN group, one had a positive stimulation signal (i.e., FN), and one had no signal (i.e., TP). One patient (9.1%) in the RLN group had permanent RLN injury, as the vocal cord did not return to normal function after 7 months. The other 4 cord palsies recovered spontaneously over a period of 2-4 months. Compared with the VN group, the RLN group had a significantly lower percentage of TN (78.0% vs. 94.3%, P = .045) as well as a higher percentage of FP (14.6% vs. 0.0%, P = .018). The overall accuracy, test sensitivity, test specificity, PPV, and NPV were higher in the VN group than in the RLN group.
Discussion
With advancements in medical technology, many surgical procedures and innovations have become more technology driven than ever before.
14 Thyroid surgery is one of the surgical procedures where technological innovations could potentially improve surgical outcomes.
14 Despite the fact that the role of IONS in reducing the incidence of RLN injury and predicting postoperative RLN function remains controversial, it was previously shown to be valuable in high-risk patient groups such as in reoperative cases, thyroid malignancy, and retrosternal goiter. 19 More recently, a randomized controlled trial with 1000 nerves in each arm confirmed that IONS is able to reduce the incidence of temporary RLN injury in both low and high patient groups when compared with nerve visualization alone. 15 As a result, IONS has become an important and useful adjunct and with the increasing public demand for surgical safety and quality, IONS may eventually become a routine adjunct in thyroid surgery. However, reports on the 
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use of IONS in both cervical and extracervical endoscopic thyroidectomy approaches remain scarce. To our knowledge, there has been one report on the use of IONS in cervical endoscopic approach, and it successfully showed the technological feasibility and safety. 16 The authors believed that our series serves as one of the first reports on the use of IONS in extracervical endoscopic thyroidectomy or for that matter, GTET and RAT. However, the current study was not aimed at evaluating whether the use of IONS could reduce RLN injury but rather to demonstrate the technological feasibility in GTET and RAT as well as to assess the best nerve stimulation technique so that hopefully, this would pave the way for a much larger or multi-center study in the near future.
One of the perceived difficulties of adopting IONS via the extracervical route is the long distance between the skin incision or port in either the chest or axilla to the neck area as it was recently highlighted. 16 It is thought that perhaps a longer nerve stimulator probe is necessary, and at this moment in time, a longer nerve stimulator or a specially designed endoscopic probe is not commercially available. However, the current study was able to demonstrate that a standard 100 mm bipolar probe, which has been in use for open surgery, could also be used in GTET and RAT. With the ipsilateral arm extended over the shoulder, the distance between the axillary incision to the neck is greatly reduced to an extent that, in fact, both the ipsilateral and contralateral RLN and VN could be reached by the 10 cm probe with ease. However, it is worth noting that this may not be applicable in extracervical approaches where the distance between the incision or port and neck is not shortened by the extension of the arm. 20 Apart from demonstrating the technical feasibility of using a conventional nerve probe, the current study demonstrated the superiority of using VN or indirect stimulation over the RLN or direct stimulation in confirming the postoperative RLN functional integrity as documented by laryngoscopy in GTET and RAT. This finding concurred to the experience in open thyroidectomy where VN stimulation also provided more reliable and accurate test results than RLN stimulation. 15, 21 Further, the IONS test results in the VN group appeared comparable to those reported by previous authors in open surgery using a similar IONS system. 15, [21] [22] [23] However, it should be noted that the IONS test results in the RLN group were not particularly poor, as they appeared to be consistent with those reported in open surgery using the same technique. 18, 19 Therefore, the authors believed that VN stimulation is a more reliable and reproducible nerve stimulation technique than RLN stimulation in both open and endoscopic approaches and is applicable in both GTET and RAT.
There are a number of causes for the FPs and FNs in IONS. For the FNs (i.e., signal present in a paralyzed cord), possible causes include stimulation relative to injured nerve segment, injury subsequent to last testing stimulation, delayed neuropraxia due to progressive edema, injury to the posterior branch of RLN, and vocal cord immobility due to nonsurgical issues such as hemi-laryngeal edema or arytenoid cartilage dislocation. 24 For the FPs (i.e., no signal in a normal cord), possible causes include equipment failure due to electrode displacement, neuromuscular blockage during stimulation, vocal cord paralysis, early neural recovery, and blood or fascia covering the stimulated nerve segment. 24 In terms of why the VN stimulation might have had lower FN and FP rates leading to better accuracy, sensitivity, PPV, and NPV, we postulate that VN stimulation actually stimulates the entire course of the RLN instead of only the distal segment of the RLN before the nerve enters into the larynx. In other words, an unrecognized injury proximal to the stimulated nerve segment would have been overlooked if only the RLN had been stimulated, and so, VN stimulation provided a much more reliable assessment of the functional integrity of the entire nerve. For this reason, the VN group tended to have a lower FN rate (2.9% vs. 7.3%, P = .385). Regarding the FPs, none of the patients in the VN group had an FP result, whereas 14.6% in the RLN group had an FP result. We postulate that this might be related to the contact between the nerve probe and the nerve itself. However, we believe that this was not related to the relative size of the probe. Since the RLN is a much smaller-sized nerve and is believed to be more prone to traction injury than the VN, we often tried to dissect not so close to and free the fascia covering the RLN because of the fear of an iatrogenic injury. This would have led to poorer or inadequate contact with the nerve probe (i.e., no signal in an otherwise functioning nerve) and higher FP rate. If our postulation holds true, then this would certainly explain for no FP in the VN group, because the VN is a much larger nerve and could be dissected much closer to the nerve sheath without causing iatrogenic injury. In the authors' experience, it took very little time to bluntly dissect out the VN from the carotid sheath by using conventional endoscopic or robotic instruments and certainly, in the comparison, the median operation time was similar in the two groups. In terms of test sensitivity, it was only 50% in the VN group and 0.0% in the RLN group. This could be explained by the small number of vocal cord palsies in the current study. All three vocal cord palsies in RLN failed to have signal on stimulation (i.e., 3 FNs and no TP), which led to 0.0% test sensitivity, whereas of the two vocal cord palsies in the VN group, one was an FN, and the other was a TP, and so, the test sensitivity was 50.0%. Perhaps, a larger sample size could solve these spurious data results. However, our data and findings should be cautiously interpreted, as the study compared the two nerve stimulation techniques in two different time periods, and that may have accounted for some of the differences in test results between the two techniques, even though the authors have had a number of years of experience with using IONS in open surgery. Further, the current IONS system is not a continuous nerve monitoring system and, therefore, does not truly provide continuous real-time feedback to the operating surgeons. 24 Perhaps, a future study could be conducted by using the continuous monitoring system. In addition, this was a relatively small sample-sized retrospective study, and a prospective large study is necessary to confirm our findings. Nevertheless, VN stimulation has become our preferred IONS technique in both GTET and RAT and to our knowledge, this is one of the first reports describing the use of IONS in GTET and RAT.
Conclusion
The current study demonstrated the technical feasibility of using a conventional bipolar nerve stimulator probe with no special instrument in GTET and RAT. From the data, indirect stimulation via the VN produced more reliable and accurate IONS test results with higher test sensitivity, specificity, PPV, and NPV than direct RLN stimulation.
